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car Karry Knuth:

Your faciiny was inspected on Febraary 24, 1997 by a representative from the State of Ohio
radiation control program under contract to the Food and Drug Administration. This inspection
revealed that vour facility failed to comply with the Quality Standards for Mammography
(Standards) as specified in Tide 21, Code of Fedgral Regulations (CIFR), Part 90012, as follows:

Your records fack the required information lhul%m. a medical physicistis
qualiticd 1o perform quality assurance survey of your facility. Your records did not
demonstrate that seRgF s e licensed or state approved as a medical physicist or
has cither board certification from any ol the approved organizations or the requisite

cducation, training and expenence.

noted above appeared under the Level | heading on your MQSA T acility

ction. This deficiencey may he
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Inspection Report, which was issued at the close of the inspection. This dehiciency ma
svinptomatic ol serious underlying problems that could compromise the quality ol
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inspection report provided o you at the close of the inspeciion. These Level 2
noncomplianees are:

. . The interpreting physician (AMSeanEvmgi) did not meet the cnnlinuinv

cxpericnce requirement of interpreting at least an average of 40 patient examination:
per month over 24 months.
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. 2. There were inadequate records regarding the interpreting physician wisas
FPPrYyy W

@iiadow) initial experience reading and interpreting mammograms of at least 240
paticnts in 6 months for the interpreting physicians.,

The other item listed in your February 24, 1997 inspection report identified as [evel 3 should
also be corrected. We will verify correction of this item during our next inspection and you are
not required to address this in your written responsc.,

[tis your responsibility to ensure adherence to cach requirement of the Mammography Quality

Standiuds Act of 1992 (MQSA) and FDA's regulations. You are responsible for investigating,

and determining the causes of the deliciencies that the inspection identifies and promptly initiate
crmanent correclive aclions,

o | promptly correet these deficiencics, FDA may. without further notice, mitiate
repulatory action, Under MQSA, IFDA may
° impose civil money penalties on a facility of up to $10,000 for cach failure to
substantintly comply with, o cach day of failure 1o substantially comply with, the
Standards.
° suspend or revoke a facthiny's FDA certificate for failure to comply with the Standards.
° seek an mjunction i federal court to prohibit any mammography activity that constitutes
aserious risk to human health,
Within 15 working days alter receiving this feter, you should notify FDA in writing ol
° the specific steps you have taken to correct all of the violations noted in this Jetter;
. cach step yvour facility is taking to prevent the recurrence of similar violations:
and
e sample  records  that demonstrate proper record  keeping  procedures, f the
noncomplianees that were found relate to quality control or other records (Note: Patieat
names or identification should be deleted from any ("iii)ii‘\ stubmitted).

I vour facility is unable to complete the corvective action within 15 working dayvs, vou should

state the reason for the defay and the time within which the corrections will be compieted.
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Please send the original copy of your response to:

R. Terry Bolen

MQSA Radiological Health Officer
FFood and Drug Administration
[1d1 Central Parkway

Cincinnati, OH 45202,

Also, send a copy to the State radiation control office:

HEyou have any questions regarding this letier or how (o ensure you are mceting
standards, please call RO Terry Bolen at (513)684-3501, extension 138.
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Ms. Cynthia 1., Grant

Ohio Department of Health
Oliver R Ocacel

Oliver R. Ocasek
Government Otlice Building
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